MISSCURI DEPARTMENT OF HEALTH AND SENIOS SERVICES
STATE PUBLIC HEALTH LABORATORY
- g BREATH ALCOHOL PROGRAM

(RECEIVED J#5

DATAMASTER MAINTENANCE REPORT By Carol Day at 1:00 pr, Aps 02, 54|

Ccmplete this report at the time of the reguiar monthly preventive maintenance check {not to exceed 35 days).
Compiete this report whenever the istrument Is serviced or repaired and whenever it is placed Into service,
Retain the original and send a copy within 15 days lo the Breath Alcohel Program, DHSS,
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DATAYASTER SN NASIE DF AGENCY OuTE GF INSPECTION

204081 MSHP 0470172014

LOCATION OF INSTAUMENT (STREEY )f\f} CfTYJ

Scott County Sheriff's Office-211 S. New Madrid St Benton 8‘34 am

[/] DIAGNOSTIC CHECK (PRINTOUT ATTAGHED) DATE AND TIME {from printout) 04’“?’29*4 0835
i1 COMPUTER [Z} DETEGTOR
EZ] PROGRAM - ] FicTeRs
[Z] HEATERS SAMPLE CHAMBEH 50.0°C ] quarTz STANDARD
l /] FLOW DET ECTOR [/] caLiBRATION
7] PUMP HIGH SPEED PRINTER o

7] INDICATOR L ums

l SIMULATOR SOLUTION SUPPL]EH Gum Labo"aw”es lnc LOT # 13290

1089 EXF’ DATE 02/18)’2015

[Z] SIMULATOR TEMP (34°C x 0.2°C) 34.0 °C SIMULATOR SN

@ CALIBRATION CHECK - (ONLY ONE STANDARD !S TO BE USED PER MAINTENANCE HEPORT)

Run three tests using a standard solution. All theee tests must be within 25% of the standard value and must have a spread of .005 or
less. Mark the box corresponding to the standard solutlon being used. (PR!NTOUT ATTACHED)

@ 0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% !NCLUSNE
[] 0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
D 0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INGLUSIVE

TEST1 & 097 TESTZ2 &« (09 TEST3 = pag

E PERFORM R.F.I. TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANGE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS O ;(0 .04) 35 {.05-.09) 1 }( 10-.14) 0 E( 15-.19) 0 OVER .19 0

LIST ANY NEW PARTS AHD QESCR!BE AN'{’ ALT ERAT?O‘J OR AODIRCATION THAY WAS MADE T0O RESTORE THE INSTRUMENT TG OPERATE SATISFAC mmu AND YHTHIN ESTABLISHED LIMITS
{USE OTHER SIDE IF NECESSARY).
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 GUTH LABORATORIES, INC.

890 NORTH 67th STREET © HARRISBURG, PA 17411, 4511 ® TELEPHONE: T47-6848470

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 13290 of
Alcohol Reference Solution for Simulator were analyzed by
gas  chromatography on October 31, 2013, using a Perkin Elmer Gas
Chromatograph Autosystem XL S/N: 610N9030209, and found to contain
0.1202% (w/vol) ethyl alcohol. The expiration date for this lot
number is Qetober 29,2015 at 11:59 PM,

When used in a calibrated Simulator, operating at
34°C /- .2°C, this solution will give a breath aleohol

analysis instrument reading of 0,100 g/210L +/- 3%,

The alcohol and water used in this solution were

free of test interfering substances.

Ted L. Pauley, President
GUTH LABORATORIES, INC.

NIST Traceability:

Testing was condueted using Cerilliant Reference Standard lot number FNI22211-02 whose
values are traceable ta NIST.

All balances are calibrated awnually by an outside agency using NIST traceable welghts.
Calibration verification is done prior to each use utilizing NIST traceable weights.
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STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALGOHOL PROGRAM

PERMIT
TYPE Il

JAMES C COOKSEY JR.

is hereby authorized to instruct and supervise operators, train instructors, inspect, calibrale, perform field service and repairs.
and operale the following breath analyzer(s):

DATAMASTER, INTOX DMT

for the determination of the alcoholic content of blood from a sample of expired alr. Permit issued under the provisions of sections
577.020 through 5$77.041, RSMo and 306.111 through 306.119 RSMo.

DATE ....3/11/2014 Laos ta Qe

OIREGTOR OF STATE PUBLIC HEALTH LABORATORY

NUMBER 240086 o 33_0&9 \)ML‘MQ“]‘,

EXFIRES 3/L1/2016 :
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- sacting divector
DIRECTOR OF DEPARTMENT OF HEALTH AND SENIOR SERVICES

. A0 BR30771 (B-10) LA {F5-L0}

J5ids  STATE OF MISSOURI
D ﬂﬁ/ DEPARTMENT OF HEALTH AND BENIOR SERVIGES
31
P

=

'} BREATH ALCGHOL PROGRAM

|
%?f?g INSTRUMENT OPERATOR CARD

The named cerdbolder Is sutlorizad to operale an ovldentisl ireath plcohal
instoiment for the delannination of the alcobolic cantert in braolis form of explred w

e

Operalor  COQKSEY JR,, JAMES
Parmit No 240086
Date lssued 3/11/2014  Date Expiros 3/11/2016




Missouri Departiment of Health and Senlor Services
? £.0. Box 570, Jefferson City, MO 65102-0570  Phone: 573-751-8400  FAX: 573-751-6010
RELAY MISSOURI for Hearing and Speech lmpaired 1-800-735-2966  VOICE 1-800-735-2466

Margaret T, Donnelly '
Girector . Goversor
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Missouri Department of Health and Senior Services Breath Aleohol Program

SIMULATOR CALIBRATION REPORT

This 1s to certify that the simulator listed below has been examined and tested using

standards traceable to the National Institute of Standards and Technology (NIST) in

accordance to the standards set by the Rules of Missouri Department of Health and
Senior Services, 19 CSR 25-30.

SIMULATOR INFORMATION

Agency: Missouri State Highway Patrol o e
Serial Number: 1099 } ~
Manufacturer: RepCo

Model Number: 3402C

CALIBRATION RESULTS

Reference Simulator
Temperature  Temperature Bias In Tolerance
34.02 34,00 +0.02 °C YES .

This calibration was performed with

NIST-Traceable Thermometer SN: 304447
This calibration was performed by: _Brian M. Lutmer
This calibration was performed: 02/18/2014

COPY OF CALIBRATION STICKER

This Smudator has bead eatiie ek senseding to DUSK spreficatives
SIMULATORSERIALNO: (W9
ENPIRATION DATE: V21812015
DATE OF CALIBRATION: 02182814
NIST REF, THERM, SERLAL NO: IH447

BLAS: A
ANALYST INITLAL & HMEL,
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